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The 6 MeV Gamma Facility has been developed at NASA Goddard Space Flight Center (GSFC) to allow 
in-house characterization and testing of a wide range of gamma-ray instruments such as pixelated 
CdZnTe detectors for planetary science and Compton and pair-production imaging telescopes for 
astrophysics. The 6 MeV Gamma Facility utilizes a circulating flow of water irradiated by 14 MeV 
neutrons to produce gamma rays via neutron capture on oxygen ( 16 0(n,p) 16 N-> 16 0*->- 16 0-i-y). The 
facility provides a low cost, in-house source of 2.742, 6.129 and 7.117 MeV gamma rays, near the lower 
energy range of most accelerators and well above the 2.614 MeV line from the 228 Th decay chain, the 
highest energy gamma ray available from a natural radionuclide. The 7.13 s half-life of the 16 N decay 
allows the water to be irradiated on one side of a large granite block and pumped to the opposite side to 
decay. Separating the irradiation and decay regions allows for shielding material, the granite block, to 
be placed between them, thus reducing the low-energy gamma-ray continuum. Comparison between 
high purity germanium (HPGe) spectra from the facility and a manufactured source, 238 Pu/ 13 C, shows 
that the low-energy continuum from the facility is reduced by a factor ~30 and the gamma-ray rate is 
~ 100 times higher at 6.129 MeV. 

© 2012 Elsevier B.V. Ah rights reserved. 


1. Introduction 

Development of gamma-ray spectrometers and imaging 
telescopes for planetary science and medium-energy gamma-ray 
astrophysics requires characterization, optimization, and ulti- 
mately pre-flight calibration. Characterization and optimization 
can be readily accomplished using natural radioactive sources; 
however, the highest gamma-ray energy available from a natural 
radionuclide is the 2.614 MeV line from the 228 Th decay chain. 
Higher energy, collimated, and polarized gamma-ray beams are 
readily available at accelerators, such as the Triangle University 
Nuclear Laboratory High Intensity Gamma-Ray Source (HIGS) at 
the Duke Free Electron Laser Laboratory (DFELL). These facilities 
provide ideal environments for instrument pre-flight calibration; 
however, the cost and logistics associated with accelerator tests 
preclude their common use for instrument characterization and 
optimization. The 6 MeV Gamma Facility has been developed at 
NASA/GSFC to provide a in-house, low background source 
of monoenergetic, 2.742, 6.129, and 7.117 MeV, gamma rays 
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generated via the 16 0(n,p) 16 N^ 16 0*^ 16 0+y reaction. These 
gamma rays are also available from manufactured sources, such 
as 238 Pu + 13 C (a + 13 C-> 17 0^ 16 0*^ 16 0+y); however, the low- 
energy gamma-ray and neutron emissions from these sources 
decrease the relative intensity of 6 MeV gamma rays. A 238 Pu/ 13 C 
source with 6.129 MeV gamma-ray rate comparable to that of the 
NASA/GSFC Gamma Facility would have a total activity of ~43 Ci, 
far too strong a source for safe laboratory use. 

Systems such as the one developed by Kroupa et al. [1] also 
provide monoenergetic gamma-ray lines above 3 MeV but such 
systems do not provide shielding against low-energy gamma rays, 
such as the 2.2 MeV line from neutron capture on hydrogen. By 
shielding these other lines, significant reduction in Compton 
continuum can be observed compared to manufactured sources 
such as 238 Pu/ 13 C. 

The 6 MeV Gamma Facility adds additional in-house instru- 
ment development capabilities to the unique planetary sciences 
test facility developed at Goddard Geophysical and Astronomical 
Observatory (GGAO) [2]. These capabilities include characteriza- 
tion, optimization, and calibration of instruments such as pixe- 
lated CdZnTe detectors [3] and Srl 2 scintillators [4] at the upper 
end of their energy range, and the AdEPT pair telescope at the 
difficult low end of its energy range [5]. The GGAO is a unique 
outdoor facility that allows remote operation of a Thermo MP320 



112 


S.F. Nowicki et al. / Nuclear Instruments and Methods in Physics Research A 705 (2013) I II -1 16 



Fig. 1 . Aerial view of the GSFC/GGAO test site showing the 45 m radius safety 
perimeter (white dashed circle) defined by the GSFC Radiation Safety Office. The 
remote operation building (Building 206) is shown at the top of the image. 
The granite block supporting the 6 MeV Gamma Facility is located at the center of 
the safety perimeter and the basalt block is nearby to the left. 


D-T pulsed neutron generator (PNG) for calibration of neutron / 
gamma-ray instrumentation for planetary science applications. 
Two large, 1.8 m x 1.8 m x 0.9 m, blocks of granite and basalt, 
visible in the aerial view of the GGAO site shown in Fig. 1, provide 
standards for elemental composition measurements for the 
development of planetary science instrumentation [6]. 


2. Facility design 

2 A. Concept 

Gamma rays are generated via the 16 0(n,p) 16 N reaction using 

the 14 MeV neutrons from the PNG to activate oxygen in a 
volume of water continuously circulated around the granite block. 
The cross-section for the 16 0(n,p) 16 N reaction is 4.2 x 10 -2 b at 
14 MeV [7]. The 16 N decays via beta decay, as seen in Fig. 2, with a 
7.13 s half-life [7] to an excited state of 16 0* that rapidly de- 

excites producing gamma rays with energies of 2.742, 6.129, and 
7.1 17 MeV, with emission probabilities of 0.82%, 67%, and 4.9%, 

respectively, and no gamma ray produced 28% of the time [7]. 

The 7.13 s half-life of the 16 N decay to 16 0 allows the water to be 

irradiated on one side of the granite block and then transported to the 

gamma emission loop on the opposite side of the block shown 
schematically in Fig. 3(a). The 1.8 m thick granite block provides 
shielding from most of the neutrons and protons generated by the 
PNG and the 16 0 (n,p) 16 N reaction as well as gamma rays produced 

by other prompt neutron reactions in the granite and soil elements. 

Similar approaches were used by Bishop [8] by circulating the cooling 

water from a reactor and by Nishitani et al. [9], who used activation of 

circulating water as a fusion power monitor. 

The 6 MeV Gamma Facility, as shown in Fig. 3(b), consists of a 

closed loop of polyvinyl chloride (PVC) pipe supported by a steel 
framework resting on the granite block. The closed loop has two 
major components: the ‘neutron activation loop’ and the ‘gamma 
emission loop’. The input and output of the activation and decay 
loops are connected by the ‘supply pipe’ and the ‘return pipe’. The 
return pipe contains an in-line circulation pump, TACO Model 
2400-50, and a flow rate meter, Omega Model FTB-1307. PVC pipe 


16 N, T 1/2 =7.13 s 



Fig. 2. 16 N beta decay level scheme [7]. 



(b) 



Fig. 3. Schematic, top view (a) and side view picture (b) of the 6 MeV Gamma 
Facility. The closed loop of PVC pipe is suspended from a steel frame resting on top 
of the granite block. The major components of the facility include the neutron 
activation loop and the gamma emission loop. The inlet and outlet of the 
activation loop are denoted by ‘A’ and ‘B’ respectively, see Fig. 4. Similarly ‘C’ 
and ‘E’ refer to the inlet and outlet of the decay loop, respectively, see Fig. 5. Point 
‘D’ is the front end of the inner coaxial pipe of the decay loop. 


was chosen to construct the facility because of its low cost and 
simple solvent assembly. The geometries of the two loops are 
described below and the simulated production of 2 * * * * * * * * * * * * * 16 N in the 
neutron activation loop and calculated 6.129 MeV gamma-ray 
rate from the emission loop are presented in Section 3. 

2.2. Neutron activation loop 

The neutron activation loop, as seen in Fig. 4, consists of 15 m 
of 4.1 cm (1.5 in. nominal) inside diameter (ID) flexible PVC pipe. 
This flexible pipe is wrapped around the PNG support structure in 
two layers with 7 inner layer and 6 outer layer coils. The PNG is 
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Fig. 4. Neutron activation loop consists of 13 coils of flexible PVC pipe wrapped 
around a steel structure. The steel structure includes a horizontal shelf to position 
the PNG tube at the center of the activation loop. The red handled valves on the 
inlet, ‘A’, and outlet, ‘B’, of the activation loop are the connections to the supply 
and return pipes, respectively, as shown in Fig. 3. The arrows indicate the direction 
of the water flow. (For interpretation of the references to color in this figure 
legend, the reader is referred to the web version of this article.) 


positioned so that the neutron emission plane of symmetry is 
centered in the activation coil to maximize the production of 16 N 
across the coil. The volume of the activation loop is — 22.6 L. At a 
flow rate of 2 L/s the water dwells in the region of intense neutron 
flux of the PNG for — 9.9 s. The activated water flows out of the 
activation loop, labeled ‘B’ in Fig. 3, through the — 250 cm long, 
4.1 cm (1.5 in. nominal) ID rigid PVC supply pipe to the input of 
the gamma emission loop, labeled ‘C\ 

2.3. Gamma emission loop 

The gamma emission loop, as seen in Fig. 5, has a coaxial design 
with a total volume of —23.1 L. The irradiated water flows through 
the inner, 4.1 cm (1.5 in. nominal) ID, 4.8 cm outside diameter (OD), 
rigid PVC tube, labeled ‘C’ in Fig. 3, which ends — 2 cm before the 
inner face of the curved front end cap, labeled ‘D\ In this way, the 
water with the highest level of activation comes out at the front 
surface of the cylinder, ‘D’, minimizing the self-attenuation of the 
water (2.77 x 10 -2 cm -1 at 6 MeV [10]) and maximizing the 
gamma-ray flux. The water then flows back through the outer, 
20.2 cm (8 in. nominal) ID, clear PVC tube —65 cm long, toward the 
back end cap and out of the return pipe, labeled ‘E\ The increase in 
pipe cross-sectional area results in a factor of —22.9 slower flow 
velocity in the outer tube. At a flow rate of 2 L/s, the water dwells in 
the inner and outer tubes for — 0.41 s and — 9.8 s respectively. The 
PVC wye (3 in. nominal ID) at the back of the decay loop provides 
the coaxial input, ‘C, to the gamma decay loop and output, ‘D’, to the 
— 250 cm long, 4.1 cm (1.5 in. nominal) ID rigid PVC return pipe to 
the input of the irradiation loop, ‘A’. The volume of the supply and 
return pipes is —8.1 L. 


3. Simulation results 

The water is continuously circulated between the irradiation 
and decay loops to achieve steady-state gamma-ray emission. 



Fig. 5. Gamma emission loop consists of two coaxial PVC pipes. The activated 
water enters through the straight leg of the wye fitting, ‘C, and flows through the 
inner pipe to within 2 cm of the front cap on the left of the emission loop, ‘D’. The 
water flows back through the large diameter tube toward the end cap and out 
through the angled leg of the wye, ‘E’, and returns to the irradiation loop. The 
white handled valves on the straight and angled legs of the wye are the inlet and 
outlet of the emission loop and the connections to the supply and return pipes, 
respectively, see Fig. 3. The arrows indicate the direction of the flow. 


The activity of the gamma-ray emission loop was simulated as a 
function of the flow rate to estimate the optimum flow rate and to 
determine the required capacity of the circulating pump and flow 
meter. This was done using a two-step simulation process. 

3.1. 16 N production rate 

The production rate of 16 N in the neutron activation loop for 
the 16 0(n,p) 16 N reaction was simulated using Monte Carlo N- 
Particle extended (MCNPX) [11]. The coils of the activation loop 
surrounding the PNG tube were modeled as a series of water filled 
PVC tori. The steel structure, granite block and soil were not 
included in the simulation because only the isotopes of 16 N from 
the neutron activation loop are transported to the gamma emis- 
sion loop; the other radiations from the 16 0(n,p) 16 N reaction and 
activation are shielded by the granite block. The simulation model 
and the probability of 16 N produced per neutron per cm 3 for each 
torus estimated by MCNPX can be seen in Fig. 6. The volume 
weighted average production probability of 16 N across the entire 
activation loop is 2.4 x 10“ 7 16 N /n/cm 3 . 

The estimated relative error for each measurement point given 
by MCNP is defined as one standard deviation of the mean divided 
by the estimated mean [12]. The average relative error is 0.035%, 
which is too small to be seen in the plot of Fig. 6. 

3.2. 6. 129 MeV gamma-ray production rate 

The activity of the source was estimated as a function of time 
by solving the following differential equations: 

d 16 N/dt = cr0 16 O— A 16 N (1) 


d 16 N/dt = — A 16 N 


( 2 ) 
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Fig. 6. 16 N production in the neutron activation loop was modeled as a nested set of 13 tori (top left), 7 in the inner layer and 6 in the outer layer. The MCNPX simulated 
probability of 16 N produced per neutron per cm 3 for each coil of the irradiation loop is plotted. The simulation errors are smaller that the symbols. The volume weighted 
average value of all 13 tori is 2.4 x 10 -7 16 N/n/s. 



Fig. 7. 6 .129 MeV gamma-ray production rate calculated as a function of the 
water flow rate at the beginning, ‘A’, and end, ‘B’, of the irradiation loop and at the 
beginning, ‘C’, middle, ‘D’, and end, ‘E’ of the emission loop, see Fig. 3. 


where o is the cross-section at 14 MeV, </> is the neutron flux 
and 2 is the decay constant of the 16 0(n, p) 16 N reaction. 
Eq. (1) applies to the water circulating in the neutron activation 
loop and Eq. (2) applies to the water in the decay loop, and the 
supply and return pipes. The simulated 6.129 MeV gamma-ray 
flux as a function of the flow rate is shown at different locations in 
the loop in Fig. 7. 

Finally, the steady state activity of the gamma emission loop as 
a function of the water flow rate was estimated by integrating 
these results over the volume of the gamma emission loop. Fig. 8 
shows the activity of the gamma emission loop as a function of 
the flow rate on the assumption of a PNG output of 10 7 n/s at 
14 MeV. The highest flow rate achievable with the Taco 2400-50 
circulation pump, ~2 L/s, was limited by the head pressure in the 
plumbing. The stability of the flow rate is very good; the observed 
variation is less than + 0.01 L/s at 2 L/s. At this flow rate the 
6.129 MeV gamma-ray rate of the gamma emission loop reaches 
about 85% of its maximum value. A higher flow rate of ~4 L/s is 



Fig. 8. Isotropic 6.129 MeV gamma-ray rate and total isotropic activity of the 
gamma emission loop as a function of the water flow rate calculated on the 
assumption of a PNG output of 10 7 n/s. 


desirable to maximize the gamma-ray flux and to reduce any flux 
variation on flow rate. This flow rate can be achieved by using a 
more powerful pump that will be purchased and installed when 
funding is available. 


4. Experimental results 

4.1. Quasi-mono energetic 6 MeV gamma results 

Gamma-ray spectra were acquired with a HPGe detector, Ortec 
Model GMX30, on the neutron activation loop and gamma 
emission loop sides of the granite block. The front face of the 
HPGe detector was placed 10 cm from the forward end of the 
gamma emission loop and coaxially aligned. With a duty factor of 
100%, a voltage of 70 kV and a beam current of 60 pA, the PNG 
was operated in DC mode, with a constant output of ~10 7 n/s. A 
natural radioactive background spectrum was obtained with the 
PNG turned-off after waiting for about ten 16 N-beta-decay half- 
lives (~70 s) until the short half-life isotopes had decayed. Fig. 9 
compares the gamma-ray spectra from the background- 
subtracted activation loop, emission loop, and 238 Pu/ 13 C source. 


S.F. Nowicki et al. / Nuclear Instruments and Methods in Physics Research A 705 (2013) I II -1 16 


115 



Fig. 9. HPGe background subtracted gamma-ray spectra from the neutron activa- 
tion loop (black), the gamma emission loop (blue) and the 238 Pu/ 13 C source (red). 
The spectra of the activation loop and 238 Pu/ 13 C source have been normalized to 
match the 6.129 MeV gamma-ray intensity of the gamma emission loop spectrum. 
(For interpretation of the references to color in this figure legend, the reader is 
referred to the web version of this article.) 


The activation loop and 238 Pu/ 13 C source spectra were normalized 
to the 6.129 MeV peak intensity of the emission spectrum in order 
to compare the low-energy continuum. The reduction in both the 
gamma-ray continuum and the number of peaks for the gamma 
emission loop spectrum below ~5MeV and above ~6MeV 
indicates the shielding effect of the granite block to the gamma 
rays produced in the granite and soil. The 6.129 MeV and 
7.113 MeV photopeaks can be seen along with their single and 
double escape peaks. The 2.742 MeV photopeak and escape peaks 
are also visible in the spectra; however, these peaks overlap with 
the 2.2 MeV and 1.7 MeV neutron capture peaks on H and Si 
present in the granite, respectively. The 0.511 MeV line is also 
visible. 


4.2. Source activity results 

The activity of the gamma emission loop, determined by the 
integral area under the 6.129 MeV photopeak, was estimated 
from the experimental data in Fig. 9 using Igor Pro software 

[13] . The conversion from the HPGe activity to the total activity of 
the gamma emission loop was determined using MCNP-PoliMi 

[14] to simulate the gamma-ray interaction probability in the 
HPGe detector assuming that the number of gamma rays pro- 
duced by the source is known. The ratio of gamma rays recorded 
by the HPGe to gamma rays emitted by the gamma emission loop 
was used with the experimental results to estimate the total 
activity of the gamma emission loop. The simulation took into 
account the geometry between the gamma emission loop and 
HPGe detector, the HPGe efficiency at 6.129 MeV, the gamma-ray 
attenuation of the water, and the 16 N decay time. 

The coaxial design of the gamma emission loop source was 
simulated as two cylindrical volumes emitting isotropic radiation. 
The decay time of the 16 N in the water was simulated by setting 
the source probabilities (SP card in MCNP) as an exponential 
function on the axial limits of the cylinders. The simulation 
required the two volumes to be treated separately because of 
the different flow directions. The results, in units of gamma rays 
detected in the HPGe per gamma ray emitted, were combined to 
get the total detection rate, taking into account the difference in 
flow velocities and volumes of the two cylinders. 


The simulation results show that the ratio of gamma rays 
recorded in the HPGe to gamma rays emitted by the gamma 
emission loop was 5.4 xlO -4 . The area under the 6.129 MeV 
photopeak shown in Fig. 9 is 2.02 + 0.01 gamma rays s/s. The 
total estimated isotropic gamma-ray rate at 6.129 MeV is 
(3.74 + 0.03) x 10 3 gammas/s and the total activity of the gamma 
emission loop is (5.42 ± 0.04) x 10 3 Bq. 

The difference between the simulated 6.129 MeV gamma-ray 
rate of 13 x 10 3 gamma/s as seen in Fig. 8 and the experimentally 
measured activity is attributed to the following. 

• Uncertainty in the PNG neutron flux: the PNG neutron yield of 
10 7 n/s used for the simulation was based on the calibration 
settings provided by the PNG manufacturer. These settings 
were also used for operation; however a direct measurement 
of the PNG neutron flux was not available at the time of this 
experiment. We plan to purchase a fast neutron monitor, 
which will provide an accurate measurement of the flux. Based 
only on the observed gamma-ray flux, the PNG neutron flux 
was ~0.4 x 10 7 n/s. 

• Non-uniform radial velocity profiles in the system: the calcu- 
lation of 6.129 MeV gamma-ray production rate was made on 
the assumption of uniform bulk motion of the water, 
1.85 + 0.01 L/s, in the pipes and the neutron activation and 
gamma emission loops. Our assumption of uniform radial 
velocity profile in the gamma emission loop would lead to 
an overestimate of the true gamma-ray flux. A more detailed 
simulation of the gamma emission loop including the radial 
dependence of the flow velocity would provide a better 
estimate of the 6.129 MeV gamma-ray production rate. 

5. Conclusion 

The 6 MeV Gamma Facility at GSFC provides a quasi- 
monoenergetic source of 2.742, 6.129 and 7.117 MeV gamma 
rays suitable for characterization and optimization of a wide 
range of instruments. Circulation of activated water around a 
1.8 m thick granite block reduced the low-energy gamma-ray 
continuum by a factor of ~30 compared to a 238 Pu/ 13 C source 
with similar 6.129 MeV gamma-ray rate. Further modifications to 
the plumbing are expected to increase the flow rate. Future work 
will also explore the use of oxygen-rich liquids such as ethylene 
glycol. The 6 MeV Gamma Facility is expected to become a 
strategic element in the future development of GSFC instruments. 
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